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Post Office Box 1000 0060785
Richland, Washington 99352

FLUOR

Memorandum
T4180-03-SLF-026

To: S.J. Trent Date: August 26, 2003
From: S. L. Fitzgerald, Manager Telephone: 373-7495

WSCF Analytical Services

W/Attachments W/O Attachments
ce: T. F. Dale S3-28 C. M. Caprio 53-30

S. L. Fitzgerald S3-30 D. L. Renberger S3-30

H. K. Meznarich 33-30 L. C. Swanson E6-35

J. E. Trechter S83-30 File/LB

M. Neely S3-30

Subject: FINAL RESULTS MODU TANK- ANNUAL SAMPLING OF PURGEWATER —
SAMPLE DELIVERY GROUP(WSCF20031005) SAF NUMBER F02-009

References: (1) Groundwater Protection Program-Letter of Instruction, FH-EIS-2003-MEN-001,
October 31, 2002

(2) HNF-SD-CD-QAPP-017, Rev. 5, Waste Sampling and Characterization Facility
Quality Assurance Plan

This letter contains a narrative (Attachment 1) for the sample delivery group (WSCF20031005),
the analytical results (Attachment 2) and the sample receipt information (Attachment 3).
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Attachment 1

Narrative
Sample Delivery Group WSCFEF20031005
Sample Matrix Liquid
Sample Visual Clear
SAF Number F02-009
Data Deliverable Summary Report
Introduction

One (1) water sample (B17B15) from the GPP was received at the WSCF Laboratory on July 29,
2003. The sample was analyzed for those analytes indicated on the attached copy of the chain of
custody (COC) form in accordance with the Groundwater Protection Program- Letter of
Instruction, referenced in the cover letter.

The narrative (Attachment 1) will address sample characteristics, analyses requested and general
information in performance of the analytical methods. A Data Summary Report (Attachment 2)
includes analytical results, a comment report detailing method abnormalities, tentatively
identified peaks if applicable, method references, and Laboratory QC information. Copies of the
chain of custody and Request for Sample Analysis forms are included as Attachment 3.

Analytical Methodology for Requested Analyses

VOA’s by EPA SW-846 Method 8260A. Analytical work was performed with no deviations to
the approved procedure.

Comments

VOA’s — The hold time(s) for this analysis was met. A Laboratory Control Sample, Matrix Spike
and Matrix Spiked Duplicate were analyzed with each delivery group per the GPP Letter of
Instruction. See page(s) 2-8, 2-9 and 2-10 for QC details. Compounds listed on the tentatively
identified peak report with a “N” qualifier have been identified with the program used to
interpret the raw data.

This Summary Report is in compliance with the SOW, both technically and for completeness.
Release of the data contained in this hard copy report has been authorized by the WSCF

Laboratery An: Manager and Client Services, as verified by the following signature.
Troy Dale
WSCF Production Control



Abbreviations

Am - americium

IC — ion chromatography

ICP - inductively coupled plasma

ICP/AES — ICP/atomic emission spectroscopy
ICP/MS — ICP/mass spectrometry

Total U - total uranium

AT/TB — total alpha/total beta

AEA — Alpha Energy Analysis

WTPH-G - Total Hydrocarbons-Gasoline
Tc¢-99 — Technetium-99

Hg — mercury

Cm - curium

Pu -- plutonium

Np — neptunium

GEA — gamma energy analysis

H3 — Tritium

Sr — Strontium 89, 90

WTPH-D — Total Hydrocarbons-Diesel
TSS — Total Suspended Solids
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WSCF
ANALYTICAL RESULTS REPORT

for

Ground Water Protection Program
Richland, WA 99352

Attention: Steve Trent

-~

Analytical:

T -~ hd V
Client Services: M,M
/

All results are reported on an “as received” basis unless otherwise noted in the comment section.

Confidentiality Notice: The information contained in this report is privileged and confidential informatien intended only for the use of the addressee. If the reader of this report is not the intended
recipient, or the employee or agent responsible to deliver it to the intended recipient, you are hereby notified that any dissemination, distribution or copying of this communication is strictly

prohibited. If you have received this communication in error, please notify us immediately by telephone at {509} 373-7020.

Contract#: F02-009

Report#: WSCF20031005

Report Date: 26-aug-2003

Report WO04/ver, 5.2

Ground Water Protection Program Page 1



WSCF e~
; ]
ANALYTICAL RESULTS REPORT h
Attention: Steve Trent Group #: WSCF20031005
Project: F02-009: F02-009
WSCF

Sample # Client ID CAS # Test Performed Matrix Method RQ Result Unit DF MDL Analyze Sample Receive
W030000633 B17B15  GPP TRENT 71-55-6 1.1, 1-Trichioroathane WATER . LA523-456. U < 100 wgfl. - 100 1.0 08/05/03 07/29/03 07/29/03
WO030000633 B17815  GPP TRENT 78-34-5 1,1,2,2-Tetrachloroethane WATER  LA-523-455 U < 1.00  ugl 1.00 1.0 0B/05/03 07/29/03 07/29/03
Ww030000633 B17815  GPP TRENT 78-00-5 1,1,2-Trichioroethane WATER -~ LA-523:485 U < 100 ugh 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000639 817815  GPP TRENT 75-34-3 1,1-Bichloraethane WATER  LA-523-455 U < 1.00  ugl 1.00 1.0 08/05/03 07/29/03 07/29/03
W030000639 B17815  GPP TRENT 75-35-4 1,1-Dichloroethene WATER  LA-523:455 U < 100 ugiL 1.00 1.0 08/05/03 07/29/03 07/29/03
W030000639 B17B15  GPP TRENT 107-06-2 1,2-Dichloroethane WATER  LA-523-455 U < 1.00 ug/L 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000638 B17B1S  GPP TRENT 540-59-0 1,2-Dichloroethene (cis & tran. ~ WATER  LA-523-455 U < 1.00 ug/L 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000639 B17B15  GPP TRENT 78-87-5 1,2-Dichloropropane WATER  LA-523-455 U < 100 ug/L 1.00 1.0 08/05/03 07/29/03 07/29/03
W030000638 B17B1S  GPP TRENT 78-93-3 2-Butanone WATER  LA-523-456 U < 1.00 ug/L 1.00 1.0 (08/05/03 '07/29/03 07/29/03
WO030000639 B17B1S  GPP TRENT 591-78-6 2-Hexanone WATER  LA-523-455 U < 1.00 ugiL 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000639 B17B15  GFP TRENT 108-10-1 4-Methyl-2-pentanone WATER  LA-523-455 U < 1.00 ugfL 1.00 1.0 08/05/03 07/29/03 07/29/03
W030000639 B17815  GPP TRENT 67-64-1 Acetone ' WATER  LA-523-455 U < 1.00 ug/L 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000639 B17815  GPP TRENT 71-43-2 Benzene WATER.  LA-523-455 U < 1.00 ugil 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000639 B17B15  GPP TRENT 75-27-4 Bromodichioromethane WATER  LA-523-455 U < 1.00 ugiL 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000639 B17B15  GPP ' TRENT 75-25-2 Bromafarm WATER  LA-523-455 U <  1.00 ugit 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000639 B17B16  GPFP TRENT 74-83-9 Bromomethane WATER  LA-523-455 U < 100 ugl 1.00 1.0 08/05/03 07/29/03 07/29/03
W030000639 B17B15  GPP TRENT 75-15-0 Carbor Disulfide WATER  LA-523-455 U < 1.00 ugl 1.00 1.0 08/05/03 07/29/03 07/29103
W030000639 B17B15  GPP TRENT 56-23-5 Carbon Tetrachluride WATER  LA-523-456 U < 100 uglt 1.00 1.0 08/05/03 07/29/03 07/29:03
Ww030000638 B17815  GFP TRENT 108-90-7 Chiorobenzene WATER  LA-§23-455 U < 100 uglt 1.00 1.0 08/05/03 07/29/03 07/29/03
W030000633 B17B15  GPP TRENT 75-00-3 Chloroethane WATER  LA-623-455 U < 100 ugh 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000639 B17B1S  GPP TRENT 67-66-3 Chioroform WAYER  LA-623-455 U < 100 ugih 1.00 1.0 08/05/03 07/29/03 07/29/03
W030000639 B17B15  GPP TRENT 74-87-3 Chioromethane WATER  LA-523455 U < 100 ugt 1.00 1.0 08/05/03 07/28/03 07/29/03
WO030000639 B17815  GFP THENT 124-48-1 Dibromochloromethane WATER  LA-523-455 U < 100  ugt 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000633 B17815  GPP TRENT 100-41-4 Ethylbenzene WATER  LA-523-455 U < 100 ugl 1.00 1.0 08/05/03 07/29/03 07/29/03
WO30000639 B17B16  GPP TRENT 75-09-2 Methyiene Chioride WATER  LA-523-455 U < 100 ught 1.00 1.0 08/05/03 07/29/03 07/29/03
WD20000639 B17B15  GPP TRENT 100-42-5 Styrene WATER  LA-523-455 U < 1.00 uglt 1.00 1.0 08/05/03 07/29/03 07/29/03
WO030000639 B17B15  GPP TRENT 127-18-4 Tetrachtoroethene WATER  £A-523-455 U < 100 ugl 1.00 1.0 08/05/03 07/29/03 07/29/03

MDL =Minimum Detection Limit
RQ=Result Qualifier

DF=Dilution Factor

* . Indicates results that have NOT been validated;

Report WO04/ver. 5.2

Ground Water Protection Program

U - Analyzed for but not detectad above Kmiting criteria,

+ - Indicates more than six qualifier symbols

Page 2



WSCF m
. ) ]
ANALYTICAL RESULTS REPORT -
Attention: Steve Trent Group #: WSCF20031005
Project: F02-009: F02-009
WSCF
Sample # Client ID CAS # Test Performed Matrix Method RQ Result Unit DF MDL Analyze Sample Receive
WO030000639 B17B16  GPP © TRENT 108-88-3 " Folugne ‘WATER  LA-623-456 U < 1,00 ughh 100 1.0 0B/05/03 07/29/03 07/28/03
WO0200006398 B17B15  GPP TRENT 1330-20-7 Total Xylenes WATER  LA-523-455 U < 100 ug/L 1.00 1.0 CB/05/03 07/29/03 07/29/03
WO030000639 B17B15  GPP THENT 79-01-8 Trichlorcethene ‘WATER  LA-523-455 U < 106, ugl 1.00 1.0 0B/05/03 07/29/03 07/29/03
WO030000639 B17815  GPP TRENT 75-01-4 Vinyl Chloride WATER  LA-523-455 U < 100 ugil 1.00 1.0 0B/05/03 07/29/03 07/29/03
WO030000639 B17B15  GPP TRENT 10061-01-5 - ¢is-1,3-Dichloropropene WATER  LA-523-485 U < 100 ug/L 1.00 1.0 0B/05/03 07/29/03 07/29/03
WO030000639 B17B15  GPP TRENT 10061-02-6 trans-1,3-Dichloropropene WATER  LA-523-455 U < 1.00 ugik 1.00 1.0 08/05/03 07/29/03 07/29/03
MDL =Minimum Detection Limit U - Analyzed for but not detected above limiting criteria.
RQ=Result Qualifier
DF =Dilution Factor
* - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols
Report W004/ver. 5.2
Ground Water Protection Program Page 3




ANALYTICAL COMMENT REPORT

WSCF

Attention:
Project Number

Sample # Client ID

Lab Area Test

Group #: 20031005

Comment

Lab Areas: VALGROUP - Group Validation
LOGSAMP - Login for Sample

VALTEST - Test Validation
LOGTEST - Login for Tests

This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory.

w04c/3  Report#: 20031006

Report Pate: 26-aug-2003

TESTDATA - Test Data Entry

Page 1




WSCF "
TENTATIVELY IDENTIFIED PEAK REPORT “

Attention: Group #: 20031005
Project Number :
Sample # Client ID Test Name Peak Name CASH RT RQ Result Units

RQ=Result Qualifier

This report may not be reproduced, except in its entirety without the written approval of the WSCF Laberatory.

WO4E v 4.1 Report#: 20031005 Report Date: 26-aug-2003 Pags 1



~ WSCF
METHOD REFERENCES REPORT

2-6

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry
method here does not necessarily indicate a verbatim implementation of that method.

LA-523-455 LA-523-455: VOLATILE SAMPLE ANALYSIS BY SW-846
EPA SW-846 8000B DETERMINATIVE CHROMATOGRAPHIC SEPARATIONS
EPA SW-846 '8260B VOLATILE ORGANIC COMPOUNDS BY GAS CHROMATOGRAPHY/MASS SPECTROMETRY (GC/MS)

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at
http://apweb02/asponlinedocs/wsci/sample % 20mgmt/ProcedureMethodCrossReference. pdf. This document includes on-line
links to full-text versions of the procedures and methods, where availabie.

Report Date: 26-aug-2003

Report#: WSCF20031005

Report W04M/2 i Page 1




wl3dglog vl 26-aug-2003 06:46:18

WL

W13g Worklist/Batch/QC Report for Group# WSCF20031005

S# Batch QC#

23336
23336
23336
23336
23336
23336
23336
23336
23336

Tray Type

BLANK
LCs

MS

MSD
SAMPLE
SURR

MS

MSD
SPK-RPD

Samplet

W030000639
W030000638
WO030000639
WO20000639
W030000644
W030000644
W030000644

Test

VOA
VOA
VOA
VOA
VOA
VOA
VOA
VOA
VOA

Ground
Ground
Ground
Ground
Ground
Ground
Ground
Ground
Ground

Water
Water
Water
Water
Water
Water
Water
Water
Water

Protection
Protection
Protection
Protection
Protecticn
Protection
Protection
Protection
Protection

2-7



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031005

SAF Number: F02-009

Matrix: WATER Sample Date:  07/29/03
Test: VOA Ground Water Protection Receive Date: 07/29/03

QC Analysis Lower Upper
Type Analyte CAS # Results Units  Date Limit Limit
Lab ID: WO030000639
BATCH QC ASSOCIATED WITH SAMPLE
MS 1;1-ichlorosthene - 75.35-4 104.000 % Recov 08/05/03 £3.000 .
MS Banzane 71-43-2 104,000 % Recov 0B/06/03 75.000
MS * 4-Bromofiuprobenzene - Surr 460-00-4 96.000 % Recov 0B/05/03 B4.000 77 5
MS Chlorobenzene 108-90-7 108.000 % Recov O0B/05/03 79.000
Ms 1,2-Dichlbrogthane-dd. Surr 17060-07-0 104:000 % Recov 08/05/03 82.000

MS Toluene-d8 Surr 2037-26-6 102.000 % Recov 0B/05/03 89.000

MS - Teluene : 108-88-3 108.000 % Recov 0B/05/03 76,000 .
MS T.richlorosthana 79-01-6 104.000 % Recov 08/05/03 73.000
MSD - 1,1-Dichlargethene 75-35-4 104.000 % Recov 08/05/03 63.000
MSD Benzene 71-43-2 108.000 % Recov 08/05/03 75.000
MSD . .- 4-Bromofluorobenzene . Surr 460-00-4 96.000 % Recov 08/05/03 84.000
MSD Chiorobenzene 108-50-7 108.000 % Recav 0B/05/03 79.000
MSD - 1,2-Dichlorosthane-dd Surr 17060-07-0 104.000 % Recov 08/05/03 82.000
MSD Toluene-d8 Surr 2037-26-5 100.000 % Recov 08/05/03 89.000
MSD .. Talugna | ; 108-88-3 108.000 % Recov OB/05/03 76.000
MSO Trichloroethene 79-01-6 104.000 % Recov O0B/05/03 73.000
SURR®. " 4&Bromofluoroberizefie . Surr 460-00-4 96.000 % Recov 0B/05/03 B4.000. i st 1160007
SURR 1,2 Duchloroethane-d4 Sure 17060-07-0 104.000 % Recov 0B/O5/03 82.000
SURR - ;Totuana -dg - . sum 2037-26-5 100.000 9% Recov 08/05/03 80000 T 9000
Lab ID: WO030000644
BATCH QC ASSOCIATED WITH SAMPLE
MS 1, 1:Dichioipathens: . ~75-35.4 100.000 % Recov -OB/0B/03 83,0007 1T
Ms  Benzene 71.43-2 108.000 % Recov ©0B/05/03 75.000
M " A:Bromofluorobenzene. St 480-00-4 96.000 % Recov 08/05/03 L 84000 o
MS Chlorobenzens . 108-90-7 104.000 % Recav 08/05/03 79.000
MS - 4,2-Dichiorosthans-d4: Surr. 17066-07-0 104.000 % Fecov. 08/08/03 82,000
MS Toluene-d8  Sum 2037-26-5 102.000 % Recov 08/05/03 89.000
MS 0 Telene L 108-88-3. 108.000 % Recov 08/06/03 76,0000 1 H 0K
MS Trichlorosthene 79-01-6 104.000 % Recov 0B/O5/03 73.000 123.000
MSD. = ¢ 1 f-Dichiorgetharnie: - 75-35-4 96.000 % Recov 0B/05/03 . §3.000 CT7R00
MSD Benzens o 71-43-2 108.000 % Recov 0B/05/03 75.000 120.000
MSD_ " 4-Bromotluorgbsnzena  Surr 460-00-4 96.000 % Recov 08/05/03 84.000 CAEO00
MSD Chiorobenzens 108-90-7 108,000 % Recaov 08/05/03 79,000 119.000
MSD : . . 1,2-Dichlcreethane-dd - Surr 17080-07-0 108.000 % Recov 08/05/03 82.000 436000
MSD Toluane-d& Surr 2037-26-5 102.000 % Recov 08/05/03 89.000 119.000
MSD Toluere - 108-88-3 108.000 % Recov 08/05/03 76.000 120,000
MSD Trichlorosthena 79-01-6 108.000 % Recov 0B/05/03 73.000 '123.000
SPK-RPD - 1, 1-Dichlorosthanie: . - 75-35.4 4.082 RPD 08/05/03 " 0.000 CAGR00.
SPK-APD  Benzene 71-43.2 0.000 RPD 0B/05/03 0.000 10,000
SPK-RPD-  Chloroberizens . 108:50-7 3.774 RPD 08/05/03 0.000 10,000
SF'I(-RF.'D 1, 2 Dichloroathane-d4 Surr. 17060-07-0 3.774 RFD 08/05/03 0.000 . 25.006

Report wi13qgfrev.5.1 p 1

26-aug-2003

06:46:20



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031005

SAF Number: F02-009

Matrix; WATER Sample Date:  07/29/03
Test: VOA Ground Water Protection Receive Date: 07/29/03
QC Analysis Lower Upper

Type Analyte CAS # Results Units  Date Limit Limit
SPK-APD . Toluene-d8 - Surr 2037-26-5 0.000 RPD 08/05/03 0.000 RN
SPK-RPD  Toluene - 108-88-3 0.000 RPD 08/05/03 0.000 10000
SPR-RPD - Trichloroathang: 79-01-6 3.774 RPD 08/05/03 0.000 e igR00 L L
BATCH QC

BLANK 1,1-Dichlorosthane 75-34-3 < 1.0 ugil 08/05/03

"BLANK 1;1,1-Trichloroathane 71-55-6 < 1.0 ug/L 08/05/03

BLANK 1,1, 2-Trichloroethane 79-00-5 < 1.0 ugil 08/05/03

BLANK ' '1,1,2,2-Tetiathloroathane 79.34:5 < 1.0 ug/L 08/05/03 0.000 Ko R
BLANK 1,1-Dichlorosthene 75.35-4 <1.0 ugfL 08/05/03 h
BLANK ° . 1,2-Dichlorgethans - 107-06-2 <10 ugil 08/05/03

BLANK 1,2-Dichlorosthene (cis & tran 540-59-0 <10 ugiL 08/05/03

BLANK: i “Z-Hexanong: - "% 591-78-6 <1.0 mgil  D8/05/03

BLANK 4-Methyl-2-pentanone 108-10-1 < 1.0 mg/L 08/05/03

BLANK. .. Acetone - i 67-84-1 5.0 mg/L 08/05/03

BLANK Bromodichioromethsne 75.27-4 <10 ugiL 08/05/03
. BLANK: " Benzens ' G . o 71-43-2 < 1.0 ugiL 08/05/03 R IR e
BLANK  4-Bromofluorobenzene  Surr 460-00-4 98.000 % Racov 0B/05/03 84.000 116.000
BLANK - Bromoform™: 1 75-25-2 < 1.0 mgiL 08/05/03
BLANK  Carbon Disulfide 75-15-0 < 1.0 mgiL  08/05/03
 BLANK- - Carhon-Tatrachlorida 56-23-5 < 1.0 mg/L 08/05/03

BLANK  Dibromochloromathane 124-48-1 < 1.0 ugiL 08/05/03

BLANK: - Chtoroform 67-686-3 < 1.0 mgiL 08/05/03

BLANK  Chlorobanzens 108-90-7 <10 ugiL 08/05/03

BLANK' - - gis- 1, 3-Dichlorapropane . 10061-01-5 < 1.0 ug/L 08/085/03

BLANK Chlorosthane ' 76-00-3 < 1.0 ugil 08/05/03

'BLANK, . 1,2:Dichiordethane-d4 Surr 17060-07-0 104.000 % Recov 08/05/03 82.000° .4

BLANK 1,2-Dichloropropane 78-87-% < 1.0 ug/l. 08/05/03 o

BLANK: * - ‘Etfiyibenzena 100-41-4 <1.0 ug/L 08/05/03

BLANK Bromomethane 74-83-9 < 1.0 ug/L 08/05/03

BLANK . - Chloromethane’ 74-87-3 < 1.0 " ugil 08/05/03

BLANK  2.Butanone 78-93.3 <10 mgil  OR/O5/03

BLANK ' Méthylene Chiloride 75.09.2 < 1.0 ug/L 08/05/03

BLANK Tetrachloroefhene 127-18-4 < 1.0 ug/L 08/05/03

BLANK © " Styrene - . 100-42-5 < 1.0 ug/t 08/05/03 BN L R
BLANK Total Xylenes 1330-20-7 < 1.0 ugfL 08/05/03 0.000

BLANK © .7 Tolusng-d8 . " . 'Sl 2037-26-5 100.000 % Hacov 0B/05/03- - 89,000

BLANK  Toluene ' 108-88-3 <10 ugiL 08/05/03 o

BLANK. trans-1, 3-Dichloropropeng . - 10081-0%-6 < 1.0 ugil 08/05/03

BLANK  Trichlorosthens © 79-01-6 <10 ugiL 08/05/03

BLANK - Winyl Chionida” 76-01-4 <10 myiL 08/05/03° e

Les 1,1-Dichlorosthens 75-35-4 108.000 % Recov 08/05/03  70.000

LCcs Banzane' e 71-43-2 " 108.000 % Racov 08/05/03 P00

LcsS 4-Bromofiuorobenzene Surr 460-00-4 94.000 % Recav 08/05/03 84.000

LCS Chiorobenzens 108-90-7 108.000 % fecov 08/05/03 70.000

LCS 1.,2-Dichloroath.ana-d4 Surr 17060-07-0 106.000 % Recov 08/05/03 82,000

Report wi13gfrev.5.1 p 2
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WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031005
Matrix: WATER
Test: VOA Ground Water Protection

SAF Number: F02-009
Sample Date: ‘
Receive Date:

QC Analysis Lower
Type Analyte CAS # Results Units  Date Limit
LCS 7 iToliepe«d8.~ S :iSur o 2037-26-5 102,000 % Recav 08/05/03 T 88000 T TR0
LcS  Toluene o 108-88-3 108.000 % Recov 08/05/03 70.000
LES - “Trchigrosthena - . _ 79-01-6 104.000 % Recov  08/0%/03 70,000 T B00000

Report w13q/rev.5.1 p 3
26-aug-2003  06:46:20
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,//j‘ Waste Sampling and Characterizatiom Facility § PL»
y P.O. BOX 1970 S3-30, Richland, WA 99352 7
PHONE: (509} 373-7004/FAX: (509) 373-7134

ACKNOWLEDGMENT OF SAMPLES RECEIVED 27 Z (f/o}

Ground Water Protection Program
Cugstomer Code: GPP
Richland, WA 939352 PO#: 117546/ES20
Attn: Steve Trent ‘ Group#: 20031005
Project#: F02-009
Proj Mgr: STEVE TRENT A0-21
Phone: 373-5869

The following samples were received from you on 07/29/03. They have been
scheduled for the tests listed beside each sample. If this information
is incorrect, please contact your service representative. Thank you. for
using Waste Sampling and Characterization Facility.

Sample# Sample Id . Matrix Sample
Tests Scheduled Date

GPP TRENT W

W030000639 B17B15

Test'Acronym Description

Test Acronym Description

@VOA-GPP VoA Ground Water Protection

-1



ﬁ (2.

FH-Central Plateau Project

CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST

F02-009-007 [P L of L

[Collector Company Contact Telephone No. Project Coordinator .
Johansen CS Wright 373-3994 TRENT, §) Price Code TN Data Turnaround
Project Designation Sampling Location SAF No. Air Quality [ 45 DayS
ModuTank - Annual Sampling of Purgewater Purgewater Storage and Treatment Facility F02-009
Ice Chest No. Field Logbook No. COA Method of Shipment
HNF-N-3141 117546ES10 Govermnement Vehicle
Shipped To ~ Offsite Property No. U| A Bill of lein%ir ill No.
Waste Sarnpling & Characterizatio _ }
POSSIBLE SAMPLE HAZARDS/REMARKS
**Historical Data indicates that samples are less than 2000 pCi'g HCL o pH <2
total activity and therefore do not require a RCF rad screen for off- Preservation c:;;c
site shinment. .
: of Container
Special Handling and/or Storage Tym 3
No. of Container(s)
: 40mL
> 003 /0 0SS Volume
VOA - 8260A
(TcL)
SAMPLE ANALYSIS
Sample No. Matrix * - Sample Date Sample Time
517515 103000639 | wWATER | -0 | (3100 ]
CHAIN OF POSSESSION Sign/Print Names SPECIAL INSTRUCTIONS Matrix *
- n 5=Soil
SE=Scdiment
S0=Solid
StSludge
W= Water
Relinquished BwRemoved From Date/Time _ lnm By/Stored In Date/Time o
. DL~Drom Liquids
[Relinquished By/Removed From Date/Time ived By/Stored In  Date/Time ki
: L=Liquid
- VeVegention
Relinguished By/Removed From Date/Time Iaeoeived By/Stored In Date/Time X~Other
Relinguished By/Removed From Date/Time |Rwuved By/Stored In Date/Time
LABORATORY | Received By Tite Date/Time
SECTICN
FINAL SAMPLE | Disposal Method Disposed By Date/Time
‘7’ DISPOSITION
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